[Calculation of inspiratory tidal volume of Datex Ohmeda 7100 anesthetic machine].
According to the basic work principle of Datex Ohmeda 7100 anesthetic machine, the calculation formula of inspiratory tidal volume is deduced in the paper. The formula is verified by clinical application. The summary how to direct the applying and maintaining anesthetic machine and its monitoring instrument by using formula is presented.